However, not only have several commercial human exome capture platforms been developed, but substantial updates have been released in the past few years. We report a performance comparison for the latest release of four commercial platforms, Roche/NimbleGen's SeqCap EZ Human Exome Library v3.0, Illumina's Nextera Rapid Capture Exome (v1.2), Agilent's SureSelect XT Human All Exon v5 and Agilent's SureSelect QXT, using the same DNA samples. Agilent XT showed the highest target enrichment efficiency and the best SNV and short indel detection sensitivity in coding regions with the least amount of sequencing. Agilent QXT had slightly inferior target enrichment than Agilent XT. Illumina, with additional sequencing, detected SNVs and short indels at the same quality as Agilent XT, and showed the best performance in coverage of medically interesting mutations. NimbleGen detected more SNVs and indels in untranslated regions than the others. We also found that the platforms, which enzymatically fragment the genomic DNA (gDNA), detected more homozygous SNVs than those using sonicated gDNA. We believe that our analysis will help investigators when selecting a suitable exome capture platform for their particular research.
The detection of variants in diseased individuals is one of the important milestones of many genetic studies, because these genetic variants/mutations play an important role in human diseases and in particular rare disorders 1, 2 . Next-generation sequencing technologies [3] [4] [5] have enabled the whole genome sequencing (WGS) of the many individuals. Although WGS can identify various kinds of genetic variations, including single nucleotide variation (SNV), insertion and deletion (indel), copy number variation and rearrangement, and provide a list of genetic variations from the entire genomic region, cost for sequencing and data analysis still remains a key consideration 1, 6, 7 . Therefore, whole exome sequencing (WXS), which captures and sequences only the coding exons of the genome, has been recently widely used as one alternative to WGS 8 , since WXS is more cost-effective than WGS and approximately 85% of the genetic mutations underlying human diseases can be found in coding regions or in intronic splice-sites 1, 9 . In fact, the WXS contributes to approximately five times lower cost than WGS 8 and has successfully identified causal mutations of multiple Mendelian diseases 2, 9 
and tumors
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Several performance comparison studies among these exome capture platforms have been reported [13] [14] [15] [16] [17] . However, substantial updates have been released for each of these platforms over the past few years.
Chilamakuri, C.S. et al. recently reported a performance comparison of four commercial exome platforms: Roche/NimbleGen's SeqCap EZ Human Exome Library v3.0, Illumina's Nextera Rapid Capture Exome, Illumina's TruSeq Exome Enrichment kit, and Agilent's SureSelect XT2 Human All Exon v4. Here, we further systematically analyzed the latest four exome enrichment platforms: Roche/NimbleGen's SeqCap EZ Human Exome Library v3.0, Illumina's Nextera Rapid Capture Exome (v1.2), Agilent's SureSelect XT Human All Exon v5, and Agilent's SureSelect QXT. We compared differences in target region design, target enrichment efficiency, GC bias, variant discovery and medically interesting mutation discovery among these platforms.
Results
Designed target regions with exome capture platform. Each commercial exome capture platform has different set of target regions, although Agilent XT and Agilent QXT use the same target regions. We compared the target regions of each platform based on the design documents obtained from the respective companies. Of the target regions, a large number of bases (35.9 Mb) were shared among all platforms. The NimbleGen platform possessed the most platform-specific target regions compared to the other platforms (NimbleGen-specific; 14.7 Mb, Agilent-specific; 6.2 Mb, Illumina-specific; 1.5 Mb, Fig. 1a) . We categorized the target regions into coding regions and untranslated regions (UTRs) using NCBI's reference sequence database (RefSeq) and separately compared the coverage among platforms. Most of the coding regions were represented on all platforms, which accounted for 29.7 Mb out of 33.5 Mb (Fig. 1b) . Both the Illumina and NimbleGen platforms covered 3.8 Mb more coding regions than the Agilent platform (Fig. 1b) . For UTRs, the NimbleGen platform has the greatest amount of platform-specific targeted bases (8.7 Mb), whereas the Illumina and Agilent platforms targeted 3.6 Mb and 3.4 Mb of UTRs, respectively (Fig. 1c) .
Sequencing coverage of on-target regions. To assess the sequencing coverage of on-target regions (regions including 100bp flanking regions from both ends of target regions) for each platform, we applied each target-enrichment platform to the same two individuals (NA18943 and NA18948) and sequenced them using the Illumina HiSeq2500 platform with paired-end reads of 161 bp. For each platform, 112-184 million (M) reads were obtained. Generally, 75 M reads (12 Gb) were randomly selected from each data set for comparison. When necessary, 25 M reads (4 Gb), 50 M reads (8 Gb) , and 100 M reads (16 Gb) were also randomly selected from each data set.
For each platform, 96.4%-98.9% of the 75 M reads were mapped to the human reference genome, and 3.2%-14.9% were removed as duplicate PCR reads (Supplementary Table S1 ). In general, these values appear to be within the acceptable range: when a high level of PCR duplicates is over 30%, it is often dependent on the quality of the genomic DNA (gDNA). However, to be thorough we examined the variability of the PCR duplication rate. We resequenced the same samples with Illumina platform and calculated the number of PCR duplications. The PCR duplicate counts were different than previously sequenced data (3.99% and 9.23% for NA18943; 3.74% and 8.84% for NA18948, Supplementary Table S1), indicating that the level of PCR duplicates varies even for the same sample sequenced by the same platform. More than 88.0% of the on-target regions had at least ten times sequence coverage in all platforms ( Fig. 2a for NA18943 and Supplementary Fig. S1a for NA18948 ).
Sequence coverage of coding regions is of most importance in WXS analysis. Therefore, we investigated the percentage of on-target regions (Fig. 2b for NA18943 and Supplementary Fig. S1b for NA18948 ) and coding regions included in the on-target regions (Fig. 2c for NA18943 and Supplementary Fig. S1c for NA18948) with at least ten times coverage from a randomly selected set of 25 M reads (4 Gb), 50 M reads (8 Gb) , 75 M reads (12 Gb) and 100 M reads (16 Gb) from each data set. The Agilent XT platform achieved the highest sequence coverage in the coding regions. The Illumina platform achieved the same sequence coverage as the Agilent XT in coding regions when additional sequence was obtained. When 75 M reads were sequenced, 94.0% of all transcripts in NA18943 had at least ten times coverage on average with NimbleGen, 95.7% with Illumina, 96.0% with Agilent XT and 95.4% with Agilent QXT ( percentage of reads mapped to the off-target regions is related strongly to the target enrichment efficiency. Therefore, we calculated the percentage of sequenced bases mapped to off-target regions and also investigated the regions they mapped to in the human genome. The Illumina platform showed a relatively low target enrichment efficiency compared to the other platforms, and required additional sequencing to capture a greater total number of bases in on-target regions ( GC content bias among platforms. We also investigated the relationship between mean sequencing depth in target regions and GC content for each platform. As expected, all platforms showed a bias against low GC content (< 20%) and high GC content (> 80%) regions. No major difference was observed between platforms. On the other hand, while the Illumina platform had relatively low read depths for on-target regions due to low target enrichment efficiency, it showed a more uniform distribution between 40% and 60% GC content in mean sequencing depth compared with the other platforms ( UTRs, and the remaining SNV were detected in intron and intergenic regions. While most of the SNVs in coding regions were detected in all platforms (19, 143 SNVs) , there were more NimbleGen specific UTR SNVs than UTR SNVs common to all platforms (NimbleGen-specific; 6,042 SNVs, common; 4,274 SNVs). This is the result of differences in the target regions among the platforms (Fig. 1b,c) . The results were similar in the other sample, NA18948 (Supplementary Table S2 ).
Although Agilent XT and Agilent QXT have identical target regions, differences in SNV calls were observed. We therefore investigated the common variants and platform specific variants between the Agilent platforms. While most of the SNVs were commonly detected in both platforms (20, 957 SNVs in coding regions, 6,228 SNVs in UTRs for NA18943), platform specific calls were observed in coding regions (XT specific: 973 SNVs, QXT specific: 289 SNVs) and in UTRs (XT specific: 657 SNVs, QXT specific: 398 SNVs). Most of these were in regions of low read depth (XT: 486/973 SNVs, QXT: 147/289 SNVs in coding regions, XT: 384/657, QXT: 337/398 in UTRs). Many of the remaining SNVs could be explained by mapping errors due to proximity to repeat regions or indels (XT: 87/487 SNVs, QXT: 50/142 SNVs in coding regions; XT: 41/273, QXT: 21/61 in UTRs). The remaining SNVs could be due to the different methods used for genomic DNA (gDNA) fragmentation. These platform specific SNVs were also distributed across all chromosomes, and no major difference was observed between chromosomes. Similar results were observed for the other sample, NA18948 (Supplementary Table S3) .
We next evaluated the accuracy of the SNV calls for each platform by genotyping the same individuals on the Illumina HumanOmni2.5-Quad BeadChip. There was no difference in the concordance rate, 99.96%, across the platforms (Table 1 for NA18943 and Supplementary Table S4 for NA18948). We also estimated the ratio of heterozygous to homozygous SNVs in coding regions for each platform and found that Illumina and Agilent QXT detected more homozygous SNVs than the other two platforms (Supplementary Table S5 ). As this difference may be due to the method used for genomic DNA (gDNA) fragmentation, we counted the number of homozygous SNVs uniquely detected in each platform. In total, 332 unique homozygous SNVs were obtained across all four platforms. Of them, 260 (78.3%) were detected for NA18943 in the Illumina or Agilent QXT platform data, which enzymatically fragments the gDNA (256/328 = 78.1% for NA18948). A significant difference was observed when comparing the methods used for the gDNA fragmentation (p = 2.94e-14 for NA18943, p = 7.75e-14 for NA18948, two-tailed Fisher's exact test). This result demonstrated that platforms which enzymatically fragment the gDNA detect more homozygous SNVs than those using sonicated gDNA.
Short insertion and deletion (indel) detection. Short indel calling was also conducted by VCMM
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. The number of indels detected in on-target regions was 16,795 (NimbleGen), 12,981 (Illumina), 11,935 (Agilent XT) and 12,270 (Agilent QXT), when using the 75M read sets in the NA18943 sample. Of them, 520 indels (NimbleGen), 642 indels (Illumina), 612 indels (Agilent XT) and 569 indels (Agilent QXT) were detected in coding regions, and 2,818 indels (NimbleGen), 1,021 indels (Illumina), 973 indels (Agilent XT) and 947 indels (Agilent QXT) in UTRs. As was the case with SNV detection, many of the indels detected in coding regions were shared among all platforms (shared; 366 indels), and many indels in the UTRs were NimbleGen platform specific (NimbleGen-specific; 1,999 indels, shared; 425 indels). Most of indels were commonly detected in both Agilent platforms (478 indels in coding regions, 756 indels in UTRs for NA18943), though some were platform specific to coding regions (XT specific: 134 indels, QXT specific: 91 indels) and UTRs (XT specific: 217 indels, QXT specific: 191 indels). Most of this disparity is due to the effect of low read depth (XT: 92/134 indels, QXT: 23/91 indels in coding regions, XT: 142/217, QXT: 91/191 in UTRs). Many of the remaining indels were located in or near repeat regions (XT: 16/42 indels, QXT: 38/68 indels in coding regions; XT: 28/75, QXT: 44/100 in UTRs). The remaining small number of indels could be due to the different methods used for genomic DNA (gDNA) fragmentation. Similar results were also found in the other sample, NA18948 (Supplementary Table S2 and  Supplementary Table S3 ). While we also counted the number of homozygous indels uniquely detected in each platform, no significant difference was observed in indel detection when comparing the methods used for the gDNA fragmentation. We also investigated the distribution of indel length in coding regions and found that all platforms showed a similar distribution, ranged from − 39 to + 42 bases in size. More than 92% of the indels detected were less than ten bases long for all platforms. The lengths of approximately half of the indels were multiples of three, reflecting a strong selective pressure against deleterious frameshift mutations in coding regions.
Coverage of medically interesting rare mutations. For WXS analysis, the identification of disease-causing rare mutations is of particular importance. We therefore investigated the coverage of medically interesting rare mutations, present in the Human Gene Mutation Database (HGMD, Professional 2014.2) but absent from public databases (1000 Genomes Project 19 and NHLBI Exome Variant Server 20 [accessed June 2012]). The number of the mutations was 71,256. Of them, more than 97.8% had at least ten times coverage in Illumina: 96.7% in Agilent XT, 96.1% in Agilent QXT, and 95.1% in NimbleGen (Supplementary Table S6 ). The Illumina platform showed the highest performance in the coverage in both samples (Supplementary Table S6 ). We also investigated why Illumina achieved the highest sequence coverage in the medically interesting rare mutations, despite the fact that Agilent XT achieved the highest sequence coverage in the coding regions. This resulted from the difference of target region design between platforms and the uniform distribution of GC content in mean sequencing depth. In fact, only 432 of the 71,256 mutations were in non-target regions for Illumina, whereas 1,117 were for Agilent XT. In addition, Agilent XT only covered 9 of the 432 mutations not targeted by Illumina, whereas Illumina covered 631 of the 1,117 mutations not targeted by Agilent XT for NA18943 (11/432 and 623/1,117 for NA18948). However, it should be noted that this result demonstrates the high power of the all platforms for the coverage of medically interesting rare mutations.
Discussion
The performance comparison analysis of current exome enrichment platforms will be helpful to investigators when selecting the best platform for their research [13] [14] [15] [16] [17] . Therefore, we comprehensively evaluated the latest version of the four major exome platforms from three manufactures with respect to four parameters: target enrichment efficiency, GC bias, sensitivity in SNV and short indel detection and coverage of medically interesting mutations. Basically, all platforms showed a high performance in target enrichment efficiency and covered large percentage of the coding regions. Most of the coding regions, as well as medically interesting mutations, had at least ten times coverage when 75M reads were sequenced.
On the other hand, most of investigators of exome sequencing, especially in the medical sciences, are interested in the small difference in coverage of coding regions, because the difference directly reflects the ability to identify rare variants in the coding regions. In this case, Agilent XT and Illumina platforms show higher coverage than the other two platforms for coding regions. A similar tendency is also seen in the number of SNVs and short indels identified as well as medically interesting rare mutations having at least ten times coverage.
For comparison of GC bias, all four platforms displayed a negative correlation between sequencing coverage and extreme high or small GC contents as expected. No major difference is observed between the four platforms. However, less GC bias is observed between 40% and 60% in the Illumina platform compared to the other three. This difference may contribute to the Illumina platform's high coverage of coding regions despite its target enrichment efficiency being lower than the other three.
Although the Illumina platform had a higher percentage of off-target mapped bases than the other three, the percentage of bases mapped to repeat regions, including those in the off-target regions, was similar to the others. Therefore, the Illumina platform produced much more sequence that mapped to the off-target regions, but not to repeat regions, suggesting that some of these sequenced bases may have a potential use in subsequent exome sequencing analysis. In addition, the Illumina platform showed the highest performance for the coverage of medically interesting rare mutations, even though the Agilent XT platform achieved the highest sequence coverage in the coding regions. It would appear this is due to the difference in target region design between platforms and the uniform distribution of GC content in mean sequencing depth.
A difference in the ratio of heterozygous to homozygous SNVs was also observed between platforms, and Illumina and Agilent QXT detected more homozygous SNVs than the other platforms. Since these two platforms enzymatically fragment gDNA, sequence selection bias of transposons might have an impact on the difference in the number of homozygous SNVs detected. In other words, these platforms using sonicated gDNA might be inadequate for the analysis that detects somatic mutations from data with low heterozygous frequency.
Owing to rapid evolution and improvement of exome capture platforms, the difference in performance among platforms is becoming smaller. On the other hand, the sequencing cost varies greatly between platforms. The Illumina platform is the cheapest among the four platforms tested. However, the Illumina platform also shows the lowest target enrichment efficiency. Therefore, when selecting most suitable platform, investigators will need to consider the cost of reagents to reach the required coverage. Other variables of interest are ease of library construction and the amount of input DNA required. Library construction is easiest for the Illumina and Agilent QXT platforms, and the amount of input DNA required is tiny for the Illumina platform, as compared to the other platforms. These differences should be also taken into account when selecting the appropriate platform. Exome capture library and whole-exome sequencing. We sequenced libraries generated from genomic DNA derived from peripheral blood mononuclear cells of Japanese descent. Each exome captured sequencing library was produced from one of four different technologies: Roche/NimbleGen's SeqCap EZ Human Exome Library v3.0, Illumina's Nextera Rapid Capture Exome (v1.2), Agilent's SureSelect XT Human All Exon v5 and Agilent's SureSelect QXT. Each exome capture platform method was performed according to the manufacturer's instructions except for Illumina platform. For the Illumina platform, we used 100 ng of total input genomic DNA. The captured DNA was sequenced using the Illumina HiSeq2500 platform with paired-end reads of 161bp for insert libraries according to the manufacturer's instructions. We deposited all DNA sequence data used in this study to the National Bioscience Database Center (NBDC) Human Database (http://humandbs.biosciencedbc.jp/).
Materials and Methods
DNA
Exome sequence data analysis. Read sequences were mapped using the Burrows-Wheeler Aligner (BWA: version 0.6.1) 21 to the human reference genome (GRCh37). Duplicate PCR reads were identified and removed using SAMtools (version 0.1.8) 22 and in-house software. After filtering by pair mapping distance, mapping uniqueness and pair orientation, the mapping result files were converted into pileup format using SAMtools. Variant calling was conducted based on methods we have published elsewhere, VCMM 18 . We used the following quality control filters: (i) alignments near putative indels were refined using GATK 23 , and (ii) a stand bias filter excluded variants whose alternative allele was preferentially found in one of the two available read orientations at the site.
